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Comprehensive two-dimensional gas chromatography
(GCxGC) expands the peak capacity of the
chromatographic separation thereby increasing
resolution and analyte characterization necessary for
complex biological samples. Two orthogonal separation
phases (such as nonpolar and polar) are utilized to
maximize separation capacity in a single analysis. The
high data density and narrow peak widths inherent to
GCxGC analysis requires a detection system able to
characterize the peak shape and small molecule
metabolite identification. Time of flight mass spectrometry
(TOFMS) offers continuous full range nonskewed mass
spectral information and fast acquisition rates ideal for
metabolomic identifications. The combination of TOFMS
data and deconvolution algorithms facilitates trace level
analyte detection that would otherwise be hidden and
coeluted with other compounds in the sample.
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This research conducted on the Pegasus 4D system shows
metabolomic data that illustrates the benefits of
multidimensional chromatography coupled with time-off l i g h t m a s s s p e c t r o m e t r y. Tw o d i m e n s i o n a l
chromatographic plots of biological samples showing
increased peak capacity and structural orientation not
possible in one dimensional chromatography will be
highlighted. The metabolomic sample data presented
shows increased analyte detectability as a result of cryofocusing in the GCxGC process. In addition, classifications
for specific chemical functional groups can be utilized as a
user-defined data mining method to aid in data reduction
and increase overall experimental results. Sample Groups
representing normal and disease state individuals will
also be discussed.
2. Research Objectives
This research study conducted on diabetic and nondiabetic subjects demonstrates the capabilities of twodimensional chromatography combined with time-offlight mass spectrometry to identify the metabolomic
profile and show significant sample group differences by
calculating Fisher Ratios in trimethylsilyl (TMS) derivatized
urine samples for normal and disease state individuals.

• Demonstrate the increased detectability of
GCxGC-TOFMS analysis to identify the small molecule
metabolite profile in complex biological matrices
• Show the benefit of time of flight mass spectrometry
to acquire the data density needed to detect trace
level analytes that would otherwise be buried by
coeluting compounds.
• Illustrate the Fisher Ratio calculation between diabetic
and non-diabetic sample groups as a data
mining tool.
• Show analyte deconvolution applied to the diabetes
study GCxGC-TOFMS analysis.
3. Experimental
This research was designed to study trimethylsilyl
derivatized urine samples for the small molecule
metabolite profile intended to detect possible chemical
variations between diabetic disease state and normal
control non-diabetic subjects. Morning fast urine samples
were collected from 4 subjects—2 non-diabetic normal
controls, 1 type I diabetic, and 1 type II diabetic. Samples
were stored under refrigeration prior to liquid/liquid
extraction with methylene chloride and derivatization with
N,O-bis-(Trimethylsilyl)-trifluoroacetamide (BSTFA). Six
10 mL aliquots from each subject were prepared by
acidification with concentrated sulfuric acid to pH 2. 10 mL
aliquots were extracted with 2 mL methlyene chloride into
a 20 mL scintillation vial containing approximately 5 mg
sodium sulfate. Derivatization was carried out with BSTFA
by placing 200 µL of extract into a sealed 2 mL
autosampler vial containing approximately 0.5 mg
sodium sulfate. 30 µL of dry pyridine was added to the vial.
200 µL BSTFA was added to each vial. The samples were
heated to 60°C for 1 hour and then analyzed.
GCxGC-TOFMS results were generated with a LECO
Pegasus 4D time-of-flight mass spectrometer (TOFMS).
The Pegasus 4D GC-TOFMS instrument was equipped
with an Agilent 7890 gas chromatograph featuring a
LECO two stage cryogenic modulator and secondary
®
oven. LECO ChromaTOF software was used for all
acquisition control, data processing, Sample Group
comparison, and Fisher Ratio calculations. A 30 m x 0.25
mm x 0.25 µm film thickness, Rtx-5ms (Restek Corp.), GC
capillary column was used as the primary column for the
GCxGC-TOFMS analysis. In the GCxGC configuration a
second column (1.5 m x 0.18 mm id. x 0.18 µm film
thickness, Rtx-200 (Restek Corp.), was placed inside the
LECO secondary GC oven after the thermal modulator.
Helium carrier gas flow rate was set to 1.5 mL/minute at a
corrected constant flow via pressure ramps. The primary
column was programmed with an initial temperature of
o
o
o
40 C for 1.00 minute and ramped at 6 C/minute to 290 C
for 10 minutes. The secondary column temperature
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1. Introduction
Small molecule metabolite analysis presents challenges
that historically have relied heavily upon standard
quadropole GCMS utilizing targeted methods of selected
ion monitoring and tandem GC/MS/MS mass
spectrometric techniques. The complex nature of
metabolomic samples demands analytical solutions and
instrumental methods that will identify the small molecule
metabolomic profile completely as well as discover
significant key components of interest.

Delivering the Right Results

program was set to an initial temperature of 50oC for 1.00
minute and then ramped at 6oC/minute to 300oC with a
10 minute hold time. The thermal modulator was set to
o
+25 C relative to the primary oven and a modulation time
of 5 seconds was used. The MS mass range was 45-800
m/z with an acquisition rate of 200 spectra/second. The
o
ion source chamber was set to 230 C and the detector
voltage was 1750V with an electron energy of -70eV.
4. Results and Discussion
Results of the diabetic profile study between diabetic and
non-diabetic subjects are shown in Figures 1 through 3
below by the total ion chromatograms depicted as contour
plots. These chromatographic examples visually illustrate
the peak differences between sample types as well as
highlight the benefits GCxGC-TOFMS offer which include
increased peak capacity, improved analyte detectability,
and enhanced resolution. On average over 1000 peaks
were found per sample with a signal to noise ratio of 100
for this study. The red cross hatched area in each contour
plot is an unprocessed region developed in the
Classifications feature of ChromaTOF software which
eliminates unwanted background peaks.

Figure 3. Disease state subject Type II diabetic: Contour Plot Total Ion
chromatogram of TMS-derivatized urine sample showing the small molecule
metabolite profile.

True Signal Deconvolution® Example
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Figure 4. Contour plot showing 5
peak markers over what appears
to be 2 resolved peaks.
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Figure 5. Surface plot
showing second dimension
separation of 5 compounds.
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Peak #
899
900
901
902
903

1st Time (s) 1750 1750 1750 1750 1750 1750
1.95
2
2nd Time (s) 1.75 1.8 1.85 1.9
164
317
131
295
312

Figure 1. Normal control subject non-diabetic: Contour Plot Total Ion
Chromatogram of TMS-derivatized urine sample showing the small
molecule metabolite profile.

Figure 6. Extracted ion
chromatogram of the unique masses
for each of the 5 analytes found.

Name
Lycopene
Azelaic acid, bis(TMS) ester
1,4-Benzenedicarboxylic acid, bis(TMS) ester
Benzene, (1-isocyanato-2-propenyl)Bicyclo[5.3.0]decan-2-one, -9-(1-phenyl1TMS-methylene)-

Table 1. Peaks 899 – 903 with
library matched identifications.
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Figures 4 through 6 above illustrate the ability of two
dimensional chromatography to separate compounds
that would otherwise be coeluted in the first dimension.
Figure 6 shows the unique masses for the 5 analytes
demonstrating the ability of time of flight mass
spectrometry and deconvolution algorithms to identify
closely eluting components.

Figure 2. Disease state subject Type I diabetic: Contour Plot Total Ion
Chromatogram of TMS-derivatized urine sample showing the small
molecule metabolite profile.
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Statistical Comparisons with Sample Groups and Fisher Ratios
The Sample Groups option feature in ChromaTOF software allows the user capability to view statistical comparisons from
groups of samples. This software feature aligns the data for the groups of samples specified in Sample Groups. For
example, by aligning data between different peak tables, the software can match peaks from the sample groups based on
criteria such as peak area and relative standard deviation. Statistical comparisons can then be calculated using the
software to facilitate evaluation and assessment between sample groups. Fisher ratios can be calculated in ChromaTOF
software. The Fisher ratio method uses an indexing scheme to discover the unknown chemical differences among known
classes of complex samples.

Table 3. A Compound Statistics table is generated in the
Sample Group feature of ChromaTOF software. The
example in Table 3 shows that Peak 390, (1H-Purine2,6-dione, 3,7-dihydro-3,7-dimethyl-) from the
Compound Table (Table 2) was found in the type I
diabetic (Class 1) and not found in the non-diabetic
normal Control (Class 2).

Fisher Ratio Plot
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Figure 7. The Fisher Ratio plot shown above graphically represents unknown
chemical differences between the normal control non-diabetic sample group and
the type I diabetic disease state sample group.

The graphics representation in Figure 7 of the Fisher Ratio
plot displays the components as intensity lines.
Compounds with the highest Fisher Ratios and variation
are shown graphically as the largest intensity values in the
plot.
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Table 2. A partial Sample Group Compound Table is illustrated above showing the top 25 compounds with the
highest Fisher Ratio values. These compounds represent the most variation between the diabetic and non-diabetic
sample group.

Delivering the Right Results

Sample Groups generated useful statistical information
from the GCxGC-TOFMS research study conducted
between non-diabetic and diabetic subjects. The Fisher
Plot shown in Figure 7 shows that variation and chemical
differences between sample groups can be quickly
identified. The compound table (Table 2) and the
Compound Statistics Table (Table 3) provide insightful
information into the chemical nature and metabolite
profile between disease state and non-disease state
individuals.
5. Conclusions
The diabetic versus non-diabetic research conducted
demonstrates that comprehensive two-dimensional gas
chromatography combined with time-of-flight mass
spectrometry (GCxGC-TOFMS) is an ideal instrument for
identification of the small molecule metabolite profile in
complex biological samples. GCxGC-TOFMS analysis was
conducted on 6 sample replicates each from 2 nondiabetic normal control subjects and 2 diabetic diseased
subjects. The contour plots represented by Figures 1
through 3 show the increased peak capacity, enhanced
resolution, and improved peak detectability that
comprehensive GCxGC offers. An average of over 1000
peaks were found per sample with a signal-to-noise ratio
of 100 or greater. Benefits of time-of-flight mass
spectrometry (TOFMS) are highlighted in Figures 5
through 7 by the deconvolution example of 5 analytes in
less than 200 milliseconds. The Sample Groups feature of
ChromaTOF software was executed between the normal
and disease state sample data. Fisher Ratios were
calculated for the diseased and non-diseased state
sample groups. The Fisher Plot shows that distinct
chemical differences and potential key components can
be observed quickly utilizing this feature as a statistical
model to aid in the data mining process as well as provide
efficient and accurate information that will completely
characterize the metabolite profile.

®

This research study confirms that the LECO Pegasus 4D
GCxGC -TOFMS is an excellent tool for the
characterization of the small molecule metabolite profile
in complex biological samples. The Sample Groups and
Fisher Ratio features within ChromaTOF allow the analyst
to efficiently mine the data for key chemical differences
and metabolites that will aid in the search for disease
biomarkers.
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